Laser sensing has been applied in various underwater applications, ranging from underwater detection to laser underwater communications. However, there are several great challenges when profiling underwater turbulence effects. Underwater detection is greatly affected by the turbulence effect, where the acquired image suffers excessive noise, blurring, and deformation. In this paper, we propose a novel underwater turbulence detection method based on a gated wavefront sensing technique. First, we elaborate on the operating principle of gated wavefront sensing and wavefront reconstruction. We then setup an experimental system in order to validate the feasibility of our proposed method. The effect of underwater turbulence on detection is examined at different distances, and under different turbulence levels. The experimental results obtained from our gated wavefront sensing system indicate that underwater turbulence can be detected and analyzed. The proposed gated wavefront sensing system has the advantage of a simple structure and high detection efficiency for underwater environments.
Introduction
The underwater detection technique has been widely used in oceanic explorations, fisheries, and military applications [1] . In these detection techniques, turbulence is a common problem in various types of fluids. Underwater turbulence has a significant effect on the momentum, heat, and diffusion of matter in water [2, 3] . In general, the effect of light beam transmission in water by 1 m is equivalent to the transmission of 800-1000 m in the air [4] . Water temperature, density, and water disturbance will influence the water refractive index during underwater light transmission. This causes a minimal angular scattering of light, wavefront distortion, and a reduction of system resolution [5, 6] .
A lot of research has been done on underwater turbulence detection techniques over the past few years. Levine et al. used an autonomous underwater vehicle (AUV) [7] to measure the turbulence using two piezoelectric shear probes, an FP07 thermistor, and three orthogonal accelerometers mounted on a sting at the forward end of the vehicle. Meanwhile, a type of airfoil shear probe has proven to be an effective tool for measuring underwater turbulence [8] . An underwater glider is an ideal carrying platform for the airfoil shear probe, and can provide a means for underwater turbulence measurement [9] [10] [11] . However, the process of underwater turbulence measurement using an underwater glider has many limitations. Due to the movement characteristics of the underwater glider, the range and accuracy of the turbulence measurement will be affected [12] .
Nowadays, wavefront sensing has been applied to multiple applications, such as: applied optics [13, 14] , ophthalmology [15, 16] , and optical detection [17, 18] . The Shack-Hartmann wavefront sensor (SHWS) is a critical optical instrument in wavefront sensing [19] [20] [21] . It provides a method of estimating the incident wavefront upon a larger aperture by dividing the larger aperture into a number of smaller subapertures. With the development of wavefront sensing, it has also been applied to the field of underwater turbulence detection. Restaino et al. [22] proposed a method to detect underwater turbulence using the wavefront sensing technique and adaptive optics [23] [24] [25] . In their study, they used heating and cooling plates that can create a well-controlled thermal gradient that in turn generates different degrees of turbulence. Due to the influence of the water refractive index, they use a deformable mirror (DM) to correct the effects of turbulence and improve the performance of the optical system. The control signal generated by the wavefront processor controls the movement of the DM to compensate for the wavefront distortion [26] . Since the corrections are performed in real time, the control system has very high requirements, and thus does not have applicability [27] . Goncharovm et al. [28] proposed a method to correct the atmospheric turbulence using a linear atmospheric dispersion corrector (ADC) coupled with a deformable mirror and wavefront sensor on a large telescope. Wu et al. [29] designed a plenoptic sensor to retrieve the phase and amplitude changes resulting from a laser beam's propagation through atmospheric turbulence. The reconstructed phase is obtained by multiple wavefront extraction techniques at various depths in a channel.
Laser sensing is highly advantageous for machine vision due to its non-contact and non-destructive nature. Over the past decade, major advances have been made to benefit applications in surveillance, military, industry, etc. [30, 31] . Range gated technique has been a promising laser ranging method applied in night-vision environments. This technique can eliminate the backscattering effect during the laser propagation in underwater conditions [32, 33] . The laser range-gating technique utilizes pulsed lasers and gated cameras [34, 35] . The scattered light at different distances and the target reflected light are separated by controlling the camera's gating time in order to acquire the image [36, 37] . Therefore, time-of-flight (TOF) [38, 39] is a crucial foundation in the range-gated technique. The principle of TOF is based on the propagation time of the optical signal between the object and the sensor, and the propagation speed of the optical signal to determine the distance [40] [41] [42] . The underwater imaging system researched by Mclean et al. [43] is a typical application of the laser distance gating technique. The system can be mounted on unmanned underwater vehicles to work in the deep sea. It can achieve a real-time measurement in an underwater environment, and it doesn't need a complex control system to correct the wavefront distortion.
In this study, we combine wavefront sensing and the time-of-flight (TOF) range-gated principle to detect underwater turbulence. The gated wavefront sensing technique provides a simple structure, high detection efficiency, and strong anti-interference ability [44] [45] [46] . The timeliness deficiency of wavefront sensing could be remedied by introducing the time-of-flight technique. Our setup simulates the underwater turbulence using different flow rates of water. We can elaborate the characteristics and principle of the range-gated imaging, which operates based on the TOF principle in later sections. By using the proposed gated wavefront sensing system, the turbulence effect on the underwater detection is analyzed, and the experimental results are discussed in this paper.
Turbulence Detection Using Gated Wavefront Sensing Technique

Gated Wavefront Sensing
The traditional wavefront sensing technique samples the incident wavefront by means of a lenslet array, which produces an array of spots on a detector, such as Charge Coupled Device (CCD) camera. Basically, wavefront sensing is a measurement method that compares the reference focus with the small disturbances of the focus centroid from the measured wavefront. The displacement of each centroid location enables the computation of the wavefront slopes. The target surface can be reconstructed using the slope matrix. The advantages of the wavefront sensing technique are the simplicity of configuration, real-time processing, and high dynamic range. As water temperature, density, and moisture disturbances can affect the refractive index of water, conventional wavefront sensing techniques cannot effectively detect underwater turbulence. The range-gated technique is a well-known method to enhance the image quality and eliminate the backscattering effects during the laser propagation in water. Therefore, we propose a new method by combining the wavefront sensing and the range-gating principle.
We design a gated wavefront sensing system to detect the turbulence effect underwater, as illustrated in Figure 1 . The system components are a pulsed laser, beam-splitting (BS) prisms, a collimator, a photodetector, the wavefront sensing assembly (e.g., lenslet and gated intensified CCD camera), and delay generator for system triggering and synchronization. The range-gating process starts when the laser emits a pulse towards the target in the water tank. As the light travels, it is absorbed and scattered. The camera gate is kept closed at all times, until the laser pulse returns to the camera after hitting the target. Once the reflected laser pulse is received, the camera gate is closed again to avoid any scattering effect interfering with the original image.
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Wavefront Reconstruction
In our gated wavefront sensing system, a lenslet array is used to focus the incoming wavefront onto a range-gated camera. This microlenslet array partitions the reflected wavfront into a larger number of smaller wavefronts, each of which is focused on a small spot on the sensor. The spatial displacement of each spot is a direct measure of the local slope of the incident wavefront as it passes through the lenslet. The integration of these slope measurements can reconstruct the shape of the wavefront.
The centroid locations of the focal points are then compared with the reference focal points. The displacement of each centroid location reflects the wavefront slope. The wavefront information obtained at a water velocity of 0 L/min is used as the reference wavefront. The schematic diagram of the wavefront sensor is shown in Figure 4 .
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where X c and Y c are the centroid position of the spot; I α ij is the αth high intensity value in this spot sub-area; x i and y j are the coordinates of the pixel in the whole spot image; and L and M are the numbers of the pixels along x and y directions in the window, respectively.
The slope matrix, or curvature matrix, is obtained for further reconstruction using an iterative method in orderto generate the surface. In this study, we use the Zernike polynomials. A distorted wavefront W(x, y) is represented by a Zernike polynomial as:
The purpose of reconstructing the wavefront is to solve each Zernike coefficient, C k . The gated wavefront sensor measures the slopes of the wavefront at each subaperture A(i,j). The total of the measurement points is N = m × n, where m is the number of rows, and n is the number of columns. From the distortion wavefront expression in the x, y direction, the wavefront slope can be expressed as:
∂W(x, y) ∂y
It can be described by a matrix equation:
The above formula (8) is expanded to obtain the matrix form as follows: 
where
denote the partial derivatives of the kth Zernike polynomial in the x and y directions within the mth rows and nth columns' subaperture, respectively. C k is the coefficient of the kth Zernike polynomial to be solved. S xmn and S ymn are the measured wavefront slopes in the x and y directions on the mth rows and nth columns' subaperture, which is a known amount that can be obtained by measurement. The coefficient matrix C can be calculated using the least squares method as:
The wavefronts are fitted to Zernike polynomials, as they are a very good description of wavefront aberrations. The Zernike polynomials allow us to characterize the aberrations by decomposing them to their respective coefficients.
The reconstructed wavefront is then calculated using Equation (5) and the coefficients found. The deconvolution of blurred images can then be done using the wavefront obtained. The acquired image, v, and its correlation with the original image, u, can be described as:
where p is the noise from image acquisition and the inaccuracies in wavefront reconstruction, and H denotes the convolution operator resulting from the reconstructed wavefront. The deconvolution of the acquired image would then be a minimization function [47] . In order to obtain the original image, u, the following equation is used:
with ∆ being the regularization parameter.
Experimental Results and Discussion
Experimental Setup
The experimental setup to detect underwater turbulence using the proposed gated wavefront sensing technique is shown in Figure 5 . A WEDGE HB 532-nm wavelength was used as the laser source, and the 9450 series gated intensified CCD (ICCD) camera system, combined with a lenslet, were used as the gated wavefront sensing system. The water tank created turbulence at a distance of four meters from the laser source. The laser pulse passed through the collimation system, traveled toward the turbulence, and back to the gated wavefront sensing system, where the image was captured. As explained in Section 2.2, two delay generators were used in the synchronization control to the range gate at the distance of interest. Experiments were carried out in a long water tank. The turbulence level was simulated by controlling the flow rate of the water. Other environmental factors, such as the temperature of the water, were kept constant, as we only considered the effects of spatial turbulence due to the flow of water. 
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Regarding the sensitivity and the dynamic range of the sensor, the gated wavefront sensor is limited by the focal length and the pitch of the microlens array, as well as the pixel size of the camera used. The microlens array we used in our setup has a focal length of 6.7 mm and a pitch of 150 µm, and the ICCD camera has a pixel size of 17.8 µm. Therefore, the corresponding sensitivity (θ min ) and dynamic range (θ max ) can be calculated accordingly. The calculation equations are as follows:
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Subsequent experimental results show that the sensitivity and the dynamic range of the sensor can be effectively measured.
Results and Discussion
We acquired the focal image with the flow rate of 0 L/min as a reference for wavefront reconstruction. Four distances were selected for turbulence comparison, namely: 1 m, 2 m, 3 m, and 4 m. The water flow rate was set at 40 L/min. Figure 8 shows the focal spot images from different distances in the water tank with turbulence. Figure 7 . Determination of the actual delay generator (DG) trigger and camera delay time. The output from the photodetector shows in purple color; the output from the delay generator (DG) 2 shows in green color; and the camera gate output shows in blue color.
We acquired the focal image with the flow rate of 0 L/min as a reference for wavefront reconstruction. Four distances were selected for turbulence comparison, namely: 1 m, 2 m, 3 m, and 4 m. The water flow rate was set at 40 L/min. Figure 8 shows the focal spot images from different distances in the water tank with turbulence. The dark area in this focused image is a result of the light sensor receiving insufficient light intensity, which was caused by the camera's shutter, the underwater scattering light conditions, or other unspecified factors. It will have a slight effect on the calculation of the center shifts. Therefore, we used the thresholding method in the centroid extraction to reduce this error and get a better reconstructed image. In order to observe the underwater turbulence effectively, we used the Zernike polynomials for wavefront reconstruction. In our underwater situation, the gradient reconstruction method is considered. Underwater turbulence is affected by many factors, such as water temperature, The dark area in this focused image is a result of the light sensor receiving insufficient light intensity, which was caused by the camera's shutter, the underwater scattering light conditions, or other unspecified factors. It will have a slight effect on the calculation of the center shifts. Therefore, we used the thresholding method in the centroid extraction to reduce this error and get a better reconstructed image. In order to observe the underwater turbulence effectively, we used the Zernike polynomials for wavefront reconstruction. In our underwater situation, the gradient reconstruction method is considered. Underwater turbulence is affected by many factors, such as water temperature, density, etc. We focused on one factor, which is the water flow rate. Due to the way that turbulence simulation is controlled by the water flow velocity changes in the water, we considered the gradient reconstruction method. This method has a faster processing speed. It can reconstruct objects more specifically. The offset was obtained by subtracting the center of reference focal spots from the measured focal spots and obtain the reconstruction coefficient. Accordingly, we reconstructed the entire wavefront. Figure 9 shows the wavefront reconstruction results from different distances in the water tank with turbulence. It is more intuitive to show underwater turbulence at different distances. In general, the existing detection methods are ineffective for detecting underwater turbulence, because of the scattering problem. As shown in Figure 9 , we are able to detect turbulence changes at different distances using the proposed gated wavefront sensing. The reconstructed wavefronts were calculated in radians where the coefficients were multiplied by 2/  .  is the wavelength. The vertical axis is the phase in radians, and the xy plane, is the space where the phase is measured. At the distance of 4 m from our sensing system (where turbulence originated from the water flow in), the wavefront reconstruction model is relatively volatile. At distances further away from the water inlet, the turbulence effect becomes weaker, and the reconstructed wavefront image gradually flattens out, as shown in Figure 9 . This verified that the underwater turbulence can be detected by the proposed gated wavefront sensing system.
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As shown in Figure 11 , our method is able to detect turbulence changes at different flow rates of water using the proposed gated wavefront sensing system. At the distance of 4 m from our sensing system (where turbulence originated from the water flow in), the higher the water flow rates, the more volatile the wavefront reconstruction model will be. This proves the validity of the proposed gated wavefront sensing system for detecting underwater turbulence. Using the reference wavefront obtained from a flow rate of 0 L/min, the wavefronts above in Figure 11 were obtained. As the turbulence generated is spontaneous and impromptu, repeated measurements would not yield similar wavefronts. Therefore, these wavefronts were characterized based on the relative difference between the above spot images and the reference 0 L/min spot image. It can be seen that the peak-to-valley ratio of the reconstructed wavefronts relative to the reference wavefront increased as the flow rate increased. Therefore, there was indeed distortion in the wavefronts due to the induced turbulence from the turbulent flow of water at 4 m.
As shown in Figure 11 , our method is able to detect turbulence changes at different flow rates of water using the proposed gated wavefront sensing system. At the distance of 4 m from our sensing system (where turbulence originated from the water flow in), the higher the water flow rates, the more volatile the wavefront reconstruction model will be. This proves the validity of the proposed gated wavefront sensing system for detecting underwater turbulence. 
Conclusions
In this paper, we proposed a novel method to detect underwater turbulence using a gated wavefront sensing system. The proposed method incorporated wavefront sensing and the range gated approach for effective underwater turbulence detection. Based on the operating principle of this technique, the laser emission and camera gating are simultaneously controlled to only capture the reflection from a known distance. The turbulence condition can be detected from the resulting wavefront reconstruction accordingly. An experimental platform was setup to validate the proposed gated wavefront sensing system. Our experimental results prove that the proposed method can detect underwater turbulence conditions at different distances, and for different levels of turbulence. The aggregated wavefront distortion is successfully detected at increasing depths of the turbulent media. Due to the effectiveness of the proposed method, it has good potential, which will significantly benefit applications in underwater imaging, laser communication, oceanic exploration, etc. 
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